
 
Analysis Request Form “Distributed water microbiology” 

 
 Form header: This section is reserved for the accredited laboratory mandated by the 
responsible of the drinking water distribution system. The laboratory must enter the date of 
reception of the sample on the analysis request form and assign a specific number to it.  
 
The following information must be provided at the time of sampling, prior to forwarding 
samples to the accredited laboratory that is mandated to analyze them.  
 
 Responsible: Person in charge (operator or owner) of the distribution system. 

  

Name and address of responsible: This section must be carefully filled out. The name and full 
address of the responsible of the distribution system must be listed here.  
 
Results mailing address (if different from the responsible’s address): Information required if the 
analysis results are to be sent to a different address.  
 
Telephone number: A telephone number where the responsible can be reached at all times must 
be listed. 

 

 Distribution system: Identification of the drinking water distribution system for which 
the sample is collected. This section must be filled out carefully, since it provides the 
distribution system’s administrative identification number. 
 

  

Distribution system number: The drinking water distribution system number is its unique 
identifier in the Ministère SEP system. Each drinking water distribution system has a unique 
number. 

http://www.mddelcc.gouv.qc.ca/eau/potable/systeme-suivi/enligne.htm


 
 
Distribution system name: Drinking water distribution system names usually begin with the words, 
“Système de distribution”. 
 
Administrative region: This is the reference region for the municipality where the distribution 
system is located. 
 
Municipality: The municipality where the distribution system is located. 
 

IMPORTANT: The distribution system number must be listed on each analysis request form that 
accompany samples of distributed drinking water. 

 

Please contact the appropriate regional office of the Ministère to learn what information is 
required in this section. 
 

 Sample: This section of the form must be filled out with care, because it legally binds 
the sample collector. Submission of unsigned analysis request forms or forms on which 
the sample section is incomplete or has errors could lead to the sample being rejected and 
even put the responsible in a regulatory non-compliance position.  
 

 

Sampling date: This is the reference date for determining sample storage, analysis and results 
submission deadlines. 

Sampling location: This is the exact address where the sample was collected. 

Sampled/measured by: This identifies the sample collector, whose name must be readable. 

 

Type of sampling location: Four choices are possible for distributed water samples. To ensure the 
admissibility of a sample, one of the following choices must be selected: 

� Distribution system outermost limits: Sample collected in compliance with section 12 
of Regulation respecting the quality of drinking water: At least 50% of the samples 
prescribed by section 11 must be collected at the outermost limits of the distribution 
system. 

http://www.mddelcc.gouv.qc.ca/eau/potable/demande-analyse/liste-bureaux-regionaux.pdf
http://legisquebec.gouv.qc.ca/en/ShowDoc/cr/Q-2,%20r.%2040


 
� Distribution system: any other sample of distributed drinking water.  

� Reservoir outlet where the tank truck is supplied with water: Sample collected in 
compliance with Schedule 4, Division V of the Regulation respecting the quality of drinking 
water: Tank truck north of the 55th parallel. 

� Water tank truck: Sample collected in compliance with section 26 of the Regulation 
respecting the quality of drinking water. 

  

IMPORTANT! 

� Back to compliance sample: When a sample is collected in the specific context of a 
return to compliance procedure (section 39 of the Regulation respecting the quality of 
drinking water), it must be so specified by using this box on the form and stating the 
type and address of the sampling location.  

 

 

 Pursuant to section 23 of the Regulation respecting the quality of drinking water, the sample 
collector must note the value of free residual chlorine measured during sampling under section 11 
if the distribution system supplies chlorinated water. As well, if the distribution system supplies 
chloraminated water, the sample collector must note measured values of free residual chlorine 
and total residual chlorine. These on-site measurements are to be submitted along with the 
results of analysis of the sample.  
 

 

Signature: In order to comply with section 30 of the Regulation respecting the quality of 
drinking water, the analysis request form must be signed by the previously identified 
sample collector. 
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 Analysis results: The sample collector must specify the type of analyses required. 

 

� Microbiology – Sect. 11: If the sample was collected for the purpose of microbiology quality 
control in distributed water as prescribed by section 11 of the Regulation respecting the 
quality of drinking water, the sample collector must so stipulate by checking this box. The 
mandatory analysis parameters pursuant to section 11 of the Regulation respecting the 
quality of drinking water are total coliforms and Escherichia coli bacteria. If analysis is based 
on count, the laboratory must also provide its measurements of atypical colonies, which is 
not required if analysis is based on the presence/absence method. 

 
IMPORTANT: In order for a sample to be deemed complete for regulatory control frequency 
compliance requirements, the analytical results must cover all parameters targeted by the 
specific type(s) of analysis listed on the request form, in addition to results of on-site 
measurements, if any. 
 

 
� Non- RRQDW monitored analysis: When this box is checked, the analytical sampling results 

are not included in the regulatory control frequency compliance requirements, but they do 
have to meet distributed drinking water quality standards. 

 
Responsibles of distribution systems that correspond to the specification in section 10 of the 
Regulation respecting the quality of drinking water are most likely to request this type of analysis. 
 
For all distribution systems that are otherwise subject to the control requirement of Chapter III of 
the Regulation respecting the quality of drinking water, the Non RRQDW monitored analysis box 
should only be used in specific circumstances, which could include additional sampling collected 
subsequent to repairs or maintenance at a distribution system and where the sampled water is not 
intended for human consumption. 

This box must not be checked for samples collected for the purposes of a return to compliance 
procedure (section 39 of the Regulation respecting the quality of drinking water). The Back to 
compliance sample box specifically serves to identify these samples. 
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The accredited laboratory may use the specification grid to send the results of analysis of a given 
sample to the responsible. However, pursuant to section 33 of the Regulation respecting the 
quality of drinking water, electronic submission of these results to the Ministère SEP system 
remains mandatory. 

 
 

 Test laboratory report: This section is reserved for the accredited laboratory mandated to 
analyze the samples. The sample collector should not write anything in this section. 
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